Criteria for the equivalence of spherical and cylindrical proportional counters in microdosimetry by Kellerer, Albrecht M.
OFFICIAL ORGAN OF THE RADIATION RESEARCH SOCIETY 
RADIATION 
RESEARCH 
EDITOR-IN-CHIEF: DANIEL BILLEN 
Volume 86, 1981 
A C A D E M I C P R E S S 
New York London Toronto Sydney San Francisco 
Copyright © 1981 by Academic Press, Inc. 
Al l rights reserved 
No part of this publication may be reproduced or transmitted in any form or by any means, 
electronic or mechanical, including photocopy, recording, or any information storage and 
retrieval system, without permission in writ ing from the copyright owner. 
The appearance of the code at the bottom of the first page of an article in this journal 
indicates the copyright owner's consent that copies of the article may be made for personal 
or internal use, or for the personal or internal use of specific clients. This consent is given 
on the condition, however, that the copier pay the stated per copy fee through the Copyright 
Clearance Center, Inc. (21 Congress Street, Salem, Massachusetts 01970), for copying 
beyond that permitted by Sections 107 or 108 of the U.S. Copyright Law. This consent does 
not extend to other kinds of copying, such as copying for general distribution, for advertising 
or promotional purposes, for creating new collective works, or for resale. Copy fees for pre-
1981 articles are the same as those shown for current articles. 
M A D E I N T H E UNITED STATES OF AMERICA 
RADIATION RESEARCH 
OFFICIAL ORGAN OF THE RADIATION RESEARCH SOCIETY 
Editor-in-Chief: D A N I E L B I L L E N , University of Tennessee-Oak Ridge Graduate School of 
Biomedical Sciences, Biology Division, Oak Ridge National Laboratory, P.O. Box Y , 
Oak Ridge, Tennessee 37830 
Managing Technical Editor: M A R T H A E D I N G T O N , University of Tennessee-Oak Ridge Graduate 
School of Biomedical Sciences, Biology Division, Oak Ridge National Laboratory, P.O. Box Y , 
Oak Ridge, Tennessee 37830 
A S S O C I A T E 
H . I . A D L E R , Oak Ridge National Laboratory 
J. W. B A U M , Brookhaven National Laboratory 
S. S. BOGGS, University of Pittsburgh 
J. M . B R O W N , Stanford University 
S. S. D O N A L D S O N , Stanford University 
J. D. E A R L E , Mayo Clinic 
J. J. FISCHER, Yale University 
E. W. GERNER, University of Arizona 
E. L . G I L L E T T E , Colorado State University 
R. H . HUEBNER, Argonne National Laboratory 
J. W. H U N T , Ontario Cancer Institute, Toronto, 
Canada 
E D I T O R S 
S. L I P S K Y , University of Minnesota 
S. O K A D A , University of Tokyo, Japan 
N . L . O L E I N I C K , Case Western Reserve 
University 
A. M . R A U T H , Ontario Cancer Institute, 
Toronto, Canada 
M . C. SAUER, 
Laboratory 
JR., Argonne National 
S. P. STEARNER, Argonne National Laboratory 
R. C. T H O M P S O N , Battelle, Pacific Northwest 
Laboratories 
J. E. T U R N E R , Oak Ridge National Laboratory 
S. S. W A L L A C E , New York Medical College 
O F F I C E R S O F THE S O C I E T Y 
President: O D D V A R F. N Y G A A R D , National Cancer Institute, National Institutes of Health, 
Bethesda, Maryland 20205 
Vice President and President-Elect: M O R T I M E R M . E L K I N D , Division of Biological and 
Medical Research, Argonne National Laboratory, Argonne, Illinois 60439 
Secretary-Treasurer: ROBERT B. P A I N T E R , Laboratory of Radiobiology, 
University of California, San Francisco, California 94143 
Secretary-Treasurer-Elect: E D W A R D R. EPP, Department of Radiation Medicine, 
Massachusetts General Hospital, Boston, Massachusetts 02114 
Editor-in-Chief: D A N I E L B I L L E N , University of Tennessee-Oak Ridge Graduate School 
of Biomedical Sciences, Biology Division, Oak Ridge National Laboratory, 
P.O. Box Y , Oak Ridge, Tennessee 37830 
Executive Director: R I C H A R D J. B U R K , JR., 4720 Montgomery Lane, 
Suite 506, Bethesda, Maryland 20014 
ANNUAL M E E T I N G S 
1981: May 31-June 4, Minneapolis, Minnesota 
1982: Apr i l 18-22, Salt Lake City, Utah 
Titus C. Evans, Editor-in-Chief Volumes 1-50 
Oddvar F. Nygaard, Editor-in-Chief Volumes 51 -79 
VOLUME 86, 1981 
Counci lors Radiation Research Society 1980-1981 
PHYSICS 
M. Inokuti, Argonne National Laboratory 
H. J . Burki, University of California, Berkeley 
B I O L O G Y 
J. S. Rasey, University of Washington 
A. M. Rauth, Ontario Cancer Institute, Toronto, Canada 
M E D I C I N E 
H. D. Suit, Massachusetts General Hospital 
J . A. Belli, Harvard Medical School 
CHEMISTRY 
J. F . Ward, University of California, San Diego 
M. Z. Hoffman, Boston University 
A T - L A R G E 
L . A. Dethlefsen, University of Utah 
R. M. Sutherland, University of Rochester 
CONTENTS OF VOLUME 86 
N U M B E R 1, A P R I L 1981 
W. G . B U R N S , R. M A Y , A N D K . F. B A V E R S T O C K . Oxygen as a Product of Water Radiolysis in 
H i g h - L E T Tracks. 1. The Origin of the Hydroperoxyl Radical in Water Radiolysis 1 
K. F. B A V E R S T O C K A N D W. G. B U R N S . Oxygen as a Product of Water Radiolysis in High-LET 
Tracks. I I . Radiobiological Implications 20 
B. H . E R I C K S O N . Survival and Renewal of Murine Stem Spermatogonia following , ; , ,Co y 
Radiation 34 
G. P. R A A P H O R S T A N D E. I . A Z Z A M . Fixation of Potentially Lethal Radiation Damage in Chinese 
Hamster Cells by Anisotonic Solutions, Polyamines, and DMSO 52 
P. M . N A H A . Differential Mutagenic Response of G l Phase Variants of Balb/c-3T3 Cells to uv 
Irradiation 67 
G E O R G I L I A K I S . Characterization and Properties of Repair of Potentially Lethal Damage as 
Measured with the Help of ß-Arabinofuranosyladenine in Plateau-Phase E A T Cells 77 
S I D N E Y M I T T L E R . Effect of Hyperthermia upon Radiation-Induced Chromosome Loss in 
Mutagen-Sensitive Drosophila melanogaster 91 
R Y S / A R D O L I N S K I , R O B E R T C. BRIGGS, L U B O M I R S. H N T L I C A , J A N E T S T E I N , A N D G A R Y S T E I N . 
Gamma-Radiation-lnduced Crosslinking of Cell-Specific Chromosomal Nonhistone Protein-
D N A Complexes in HeLa Chromatin 102 
G L E N N N . T A Y L O R , C R A I G W. JONES, P A U L A. G A R D N E R , R A Y D. L L O Y D , C H A R L E S W. M A Y S , 
A N D K E I T H E. C H A R R I E R . Two New Rodent Models for Actinide Toxici ty Studies 115 
W I R G I L I U S Z D U D A . Effect of y Irradiation on the a and /3-Chains of Bovine Hemoglobin and 
Globin 123 
B R U C E E. M A G U N A N D CHRISTOPHER W. F E N N I E . Effects of Hyperthermia on Binding, 
Internalization, and Degradation of Epidermal Growth Factor 133 
Y U - A U N G Y A U , S H U - C H E N H U A N G , P I N - C H I E H H S U , A N D P A O - S H A N W E N G . Gonadal Dose 
Obtained from Treatment of Nasal Carcinoma by Ionizing Radiation 147 
Y O S H I H I K O Y O S H I I , Y U T A K A M A K I , H I R O S H I T S U N E M O T O , S A C H I K O K O I K E , A N D T S U T O M U 
K A S U G A . The Effect of Acute Total-Head X Irradiation on C 3 H/He Mice 152 
CORRESPONDENCE 
J . L . A N T O I N E , G. B. GERBER, A . L E O N A R D , F. R I C H A R D , A N D A. W A M B E R S I E . Chromo-
some Aberrations Induced in Patients Treated with Telecobalt Therapy for Mammary 
Carcinoma 171 
B O O K R E V I E W 178 
A C K N O W L E D G M E N T S 180 
A N N O U N C E M E N T 183 
N U M B E R 2, M A Y 1981 
S Y M P O S I U M O N R A D I C A L PROCESSES I N R A D I O B I O L O G Y A N D C A R C I N O G E N E S I S 
J O H N F. W A R D . Some Biochemical Consequences of the Spatial Distribution of Ionizing 
Radiation-Produced Free Radicals 185 
C. L . G R E E N S T O C K . Redox Processes in Radiation Biology and Cancer 196 
J O H N E. B I A G L O W . Cellular Electron Transfer and Radical Mechanisms for Drug 
Metabolism 212 
ROBERT A. F L O Y D . Free-Radical Events in Chemical and Biochemical Reactions Involving 
Carcinogenic Arylamines 243 
A. M . K F L L E R E R . Proximity Functions for General Right Cylinders 264 
A. M . K E L L E R E R . Criteria for the Equivalence of Spherical and Cylindrical Proportional 
Counters in Microdosimetry 277 
JOON Y . L E E A N D W I L L I A M A . B E R N H A R D . An ESR Study of Hydrogen-Bombarded 
9-Methyladenine 287 
K E I S U K E M A K I N G - , N O B U H I R O S U Z U K I , F U M I O M O R I Y A , SOUJI R O K U S H I K A , A N D H I R O Y U K I 
H A T A N O . A Fundamental Study of Aqueous Solutions of 2-Methyl-2-nitrosopropane as a 
Spin Trap 294 
D. W. W H I L L A N S A N D G. F. W H I T M O R E . The Radiation Reduction of Misonidazole 311 
C. C L I F T O N L I N G , H O W A R D B. M I C H A E L S , L E O E. G E R W E C K , E D W A R D R. EPP, A N D E L E A N O R 
C. PETERSON. Oxygen Sensitization of Mammalian Cells under Different Irradiation 
Conditions 325 
J O A N B. C H I N A N D A N D R E W M . R A U T H . The Metabolism and Pharmacokinetics of the Hypoxic 
Cell Radiosensitizer and Cytotoxic Agent, Misonidazole, in C3H Mice 341 
M . J . G A L V I N , C. A . H A L L , A N D D . 1. M C R E E . Microwave Radiation Effects on Cardiac 
Muscle Cells in Vitro 358 
J. L . G I E S B R E C H T , W. R. W I L S O N , A N D R. P. H I L L . Radiobiological Studies of Cells in Mul t i -
cellular Spheroids Using a Sequential Trypsinization Technique 368 
D I E T M A R W. S I E M A N N A N D K A R E N K O C H A N S K I . Combinations of Radiation and Misonidazole 
in a Murine Lung Tumor Model 387 
A N N O U N C E M E N T 398 
N U M B E R 3, J U N E 1981 
J O H N C L A R K S U T H E R L A N D A N D K A T H L E E N P I E T R U S Z K A G R I F F I N . Absorption Spectrum 
of D N A for Wavelengths Greater than 300 nm 399 
B R E N T B E N S O N A N D L E S T E R E R I C H . Free Radicals in Pyrimidines: ESR of y-Irradiated 
5-Cyclohexenyl-l, 5-dimethyl Barbituric Acid 411 
B. T I L Q U T N , R. V A N E L M B T , C. B O M B A E R T , A N D P. C L A E S . Unsaturated Heavy Products from 
y Irradiation of Solid Forms of 2,3-Dimethylbutane. I I . Radical Contribution 419 
A. P. H A N D E L A N D W. W. N A W A R . Radiolytic Compounds from Mono-, D i - , and T r i -
acylglycerols 428 
A . P. H A N D E L A N D W. W. N A W A R . Radiolysis of Saturated Phospholipids 437 
S T E V E N A. L E A D O N A N D J O H N F. W A R D . The Effect of y-Irradiated D N A on the Act iv i ty 
of D N A Polymerase 445 
J . L E S L I E R E D P A T H , E I L E E N Z A B I L A N S K Y , A N D M A R T I N C O L M A N . Radiation, Adriamycin , 
and Skin Reactions: Effects of Radiation and Drug Fractionation, Hyperthermia, and 
Tetracycline 459 
M A R Y A N N S T E V E N S O N , K E N N E T H W. M I N T O N , A N D G E O R G E M . H A H N . Survival and 
Concanavalin-A-Induced Capping in CHO Fibroblasts after Exposure to Hyperthermia, 
Ethanol, and X Irradiation 467 
N O R I K O M O T O H A S H I , I T S U H I K O M O R I , Y U K I O S U G I U R A , A N D H I S A S H I T A N A K A . Modification 
of y-Irradiation-Induced Change in Myoglobin by a-Mercaptopropionylglycine and Its 
Related Compounds and the Formation of Sulfmyoglobin 479 
R A L P H J . S M I A L O W I C Z , J . S. A L I , E Z R A B E R M A N , S T E V E J . B U R S I A N , J A M E S B. K I N N , 
C H A R L E S G. L I D D L E , L A W R E N C E W. R E I T E R , A N D C L A U D E M . W E I L . Chronic Exposure 
of Rats to 100-MHz (CW) Radiofrequency Radiation: Assessment of Biological Effects 488 
B A R B A R A C. M I L L A R , O R A Z I O SAPORA, E. M A R T I N F I E L D E N , A N D P A M E L A S. L O V E R O C K . 
The Application of Rapid-Lysis Techniques in Radiobiology. I V . The Effect of Glycerol 
and DMSO on Chinese Hamster Cell Survival and D N A Single-Strand Break Pro-
duction 506 
O T T O G. R A A B E , S T E V E N A . B O O K , N O R R I S J . P A R K S , C L A R E N C E E. C H R I S P , A N D M A R V I N 
G O L D M A N . Lifetime Studies of 2 2 ( i Ra and 9 , ,Sr Toxici ty in Beagles—A Status Report 515 
L A W R E N C E S. G O L D S T E I N , T. L . P H I L L I P S , K . K . F U , G. Y . ROSS, A N D L . J . K A N E . Biological 
Effects of Accelerated Heavy Ions. I . Single Doses in Normal Tissue, Tumors, and 
Cells in Vitro 529 
L A W R E N C E S. G O L D S T E I N , T. L . P H I L L I P S , A N D G. Y . ROSS. Biological Effects of Accelerated 
Heavy Ions. I I . Fractionated Irradiation of Intestinal Crypt Cells 542 
J O H N F. T H O M S O N , F R A N K S. W I L L I A M S O N , D O U G L A S G R A H N , A N D E. J O H N A I N S W O R T H . 
Life Shortening in Mice Exposed to Fission Neutrons and y Rays. I . Single and Short-
Term Fractionated Exposures 559 
J O H N F. T H O M S O N , F R A N K S. W I L L I A M S O N , D O U G L A S G R A H N , A N D E. J O H N A I N S W O R T H . 
Life Shortening in Mice Exposed to Fission Neutrons and y Rays. I I . Duration-of-Life 
and Long-Term Fractionated Exposures 573 
M A R Y J . O R T N E R , M I C H A E L J . G A L V I N , A N D D O N A L D I . M C R E E . Studies on Acute in Vivo 
Exposure of Rats to 2450-MHz Microwave Radiation. 1. Mast Cells and Basophils 580 
CORRESPONDENCE 
P. V . H A R I H A R A N , S. E L E C Z K O , B. P . S M I T H , A N D M . C. P A T E R S O N . Normal Rejoining 
of D N A Strand Breaks in Ataxia Telangiectasia Fibroblast Lines after L o w X-Ray 
Exposure 589 
A U T H O R I N D E X FOR V O L U M E 86 598 
The Subject Index for Volume 86 wil l appear in the December 1981 issue as part of a 
cumulative index for the year 1981. 
R A D I A T I O N RESEARCH 86, 277-286 (1981) 
Criteria for the Equivalence of Spherical and Cylindrical 
Proportional Counters in Microdosimetry 1 
A . M . K E L L E R E R 
Institut für Medizinische Strahlenkunde der Universität Würzburg, Versbacher Str. 5, 
8700 Würzburg, Federal Republic of Germany 
K E L L E R E R , A . M . Criteria for the Equivalence of Spherical and Cylindrical Proportional 
Counters in Microdosimetry. Radiat. Res. 86, 277-286 (1981). 
The proximity functions, or the closely related geometric reduction factors, of cylinders 
and spheres are compared in order to assess the degree of equivalence that can be achieved 
if cylindrical microdosimetric detectors are substituted for spherical instruments. Equality 
of the dose mean energy imparted per event, € D , is chosen as a criterion for equivalence. 
A cylinder of height and diameter equal to 0.895 d is found to be closely equivalent to the 
sphere of diameter In an isotropic field of any radiation the values eD for the cylinder and 
the sphere can never differ by more than 1.7%. The equivalence is largely preserved even i f 
the radiation is unidirectional and perpendicular to the axis of the cylinder. A cylinder wi th 
mass equal to that of the sphere and height and diameter 0.87 d is therefore also nearly 
equivalent to the sphere. The equivalence does not pertain to the frequency mean energy 
imparted per event, € F , or to the event frequencies, <t>, per unit absorbed dose. The event 
frequencies are higher by a factor between 1.07 (short-range particles) and 1.2 (long-range 
particles) for the cylinder compared to those for the sphere. For unidirectional beams, per-
pendicular to the axis of the cylinder, the differences in event frequencies are less. The 
quantities kF are smaller by a factor between 1 (short-range particles) and 0.9 (long-range 
particles) than the corresponding quantities in the sphere. For beams perpendicular to the 
axis of the cylinder the factor is between 1 and 1.05. Cubes are also considered, since they 
are occasionally invoked in microdosimetric computations. One finds that a cube of side 
length 0.837 d is most closely equivalent to a sphere of diameter d. The quantity € D for the 
cube cannot differ by more than 4% from the value of the sphere. 
I N T R O D U C T I O N 
Microdosimetric quantities and functions are most frequently related to spherical 
reference volumes. Suitable instruments, the "Rossi counters," have been devel-
oped that permit the determination of microdosimetric distributions for various 
types of radiation in spherical gas-filled regions. Both the walled and the wall-less 
constructions have broad applicability (1-3). In certain cases it is desirable, how-
ever, to employ simpler cylindrical detectors instead of the spherical instruments. 
It is then necessary to assess the degree of equivalence that can be attained between 
cylindrical and spherical detectors. 
Various criteria could be used to judge the degree of equivalence between 
different detectors, but a particularly suitable parameter of reference is the dose 
1 Work supported by Euratom Contract 208-76-7 BIO D. 
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mean energy imparted per event, eD [see (4)]. This quantity is relevant to various 
biophysical interpretations; it also varies substantially with radiation quality and 
with size and shape of the reference volume. If the quantity €D has for all radiations 
the same values in a cylindrical and spherical detector the two instruments can 
be considered as largely equivalent. 
This article uses the concept of the proximity functions to assess the equivalence 
of spherical and cylindrical detectors. Proximity functions are in essence prob-
ability distributions of the distances between energy transfers (ionizations or ex-
citations) in particle tracks, or applied to geometric volumes, they are probability 
distributions of the distances between elements of these volumes. They offer a 
convenient and compact—although limited—characterization of the spatial con-
figuration of the particle tracks or the volumes of interest. They also permit simple 
solutions of various problems of the random intercept of configurations, such as 
particle tracks and geometric sites. For formal definitions and detailed explanations 
the reader may consult the accompanying article (8) that also contains the deriva-
tion of the proximity functions for cylinders. 
ASSESSMENT OF E Q U I V A L E N C E I N T E R M S OF T H E P R O X I M I T Y F U N C T I O N OR T H E 
R E L A T E D Q U A N T I T Y G E O M E T R I C R E D U C T I O N FACTOR 
It has been shown (5, 6) that the mean energy, eD, imparted per event to a region 
in a uniform and isotropic radiation field depends only on the proximity function 
t(x) of the radiation and the proximity function s(x) of the region. It is numerically 
convenient to use, instead of the proximity function s (x), the related quantity U(x) 
= S(X)IATTX2 that has been termed "geometric reduction factor" by Berger (7). 
The following relation applies rigorously for all radiations and for arbitrary vol-
umes, and it is one of the reasons for the importance of the functions t(x) and 
s(x) or U(x): 
dx = U(x)t(x)dx. (1) 
Jo 4TTX 2 
Equation (1) shows that different reference volumes will be largely equivalent for 
all types of radiations if their respective functions U(x) are similar. A comparison 
will therefore be made between the functions for a spherical volume and those 
for cylinders. 
The formula for the geometric reduction factor of the sphere of diameter d is 
U(X)= 1 - - — + — , x < d . (2) 
2d 2d» 
For cylinders of height h and diameter 5 an equation for the geometrical 
reduction factor has been obtained (8) that contains one relatively simple 
integration 
U(x) = — 
TTX 
1 - — ((cos"1 ( U 2 - z 2) 1 / 2/6) 
h 
- ( U 2 - z 2)(S 2 - (x2 - z2))Y'W)dz 
a = (Max (0, x2 - ö 2 ) ) 1 / 2 ; b = Min (JC, h)\ 0 < x < (A 2 + 6 2 ) 1 / 2 . (3) 
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E L O N G A T I O N 
F I G . 1. Height /? and diameter 8 of the circular cylinders that have the same mean chord length 
.v, = 0.75 as the unit diameter sphere (see also Table I ) . For the specified elongations these cylinders 
are most closely equivalent to the unit diameter sphere. 
To assess the degree of similarity between the functions U(x) one may consider 
a special condition. This is the familiar approximation of the L E T concept that 
pictures charged-particle tracks as simple straight lines with constant rate L of 
energy transfer. The proximity function t(x) is then equal to 2 L . Equivalence 
between cylinders and the sphere will first be assessed under this condition. It will 
then be seen that the L E T approximation is not essential and that the equivalence 
of the spherical and cylindrical detectors will be preserved for all radiations, 
regardless of the complexities of the microdistribution of energy. 
In the L E T approximation the mean energy imparted is proportional to the 
integral over U(x): 
U(x)dx. (4) 
The mean chord length i , for I-randomness [random chord through a random 
point in a convex body; see (#)] is equal to 
x, = 2 V{x)dx. 
Therefore one has in the same L E T approximation 
€D - Lxv 
(5) 
(6) 
Two volumes with equal mean chord length Jcl are equivalent in the sense that has 
been discussed. The mean chord length Xi must be distinguished from the mean 
chord length xß for /x-randomness that is used in the definition of y [see (4, 9)]. 
The mean chord length x} for a sphere of diameter d is equal to 3d/4. For cylinders 
the quantity is obtained numerically on the basis of Eq . (3). For a circular cylinder 
of unit height and diameter one finds x{ = 0.838. Therefore a cylinder of height and 
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T A B L E I 
Dimensions of the Circular Cylinders with the Same Mean Chord Length 
.Y, = 0.75 as the Unit Diameter Sphere a 
Elongation Height Diameter V S 
(e) (h) ( 8 ) V sphere Ssphere X fx,sphere 
1/32 0.1972 6.311 11.78 21.15 0.557 
1/16 0.2402 3.843 5.32 8.31 0.641 
1/8 0.3039 2.431 2.69 3.69 0.730 
1/4 0.4054 1.621 1.60 1.97 0.811 
1/2 0.5788 1.158 1.16 1.34 0.868 
1 0.8948 0.8948 1.07 1.20 0.895 
2 1.496 0.7481 1.26 1.40 0.898 
4 2.666 0.6665 1.78 2.00 0.888 
8 4.964 0.6205 2.87 3.27 0.876 
16 9.495 0.5934 5.01 5.81 0.863 
32 18.36 0.5736 9.05 10.69 0.847 
a Also listed are the ratios of volume, surface, and mean chord length x M to the corresponding 
values for the unit diameter sphere (see also Figs. 1 and 5). 
diameter equal to 0.75/0.838 = 0.895 has optimal equivalence to a unit diam-
eter sphere. 
Cylinders with different elongations can have the same value Jc,. Figure 1 gives 
those combinations of diameter and height that are associated with the same value 
i , = 3/4 as the unit diameter sphere. Table I lists corresponding numerical values. 
Figure 2 represents U(x) for certain of these cylinders and the sphere. For the 
cylinder of elongation 1 one finds very close agreement with the sphere. A cylinder 
of diameter and height equal to 0.895 d is therefore very nearly equivalent to a 
sphere of diameter d. 
Except for small distances.v that are below the resolution of the microdosimetric 
detectors, the proximity functions t(x) are always decreasing functions of .v.2 One 
can show—although the proof will be omitted here—that under this condition the 
quantity eD for the equivalent cylinder will never exceed €D for the sphere and will 
always differ from this value by less than 1.7%. 
One must note, however, that this equivalence applies only to isotropic radiation 
fields or randomly oriented detectors. Furthermore one must note that micro-
dosimetric quantities other than €D may differ more markedly for the two detectors. 
These aspects will therefore be considered next. 
E Q U I V A L E N C E I N T H E NONISOTROPIC CASE 
In practice it will often be necessary to use a microdosimetric detector in a 
unidirectional, or otherwise nonisotropic, field. Frequently measurements will be 
taken with the axis of a cylindrical counter perpendicular to the radiation beam. 
2 Rossi and co-workers ( / / ) have performed experiments with pairs of correlated particles that are 
separated by variable lateral distances. For this extraordinary radiation modality the functiors t(x) 
are not monotonically decreasing. 
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F I G . 2. The geometric reduction factor U(x) for the unit diameter sphere (broken line) and for the 
equivalent cylinders of elongations 1, 2, 4 (panel a) and 1, 1/2, 1/4 (panel b). The function for the unit 
elongation cylinder is given in both panels; it is in best agreement with the sphere. The largest dif-
ferences result for the elongations 4 and 1/4. 
The charged particles registered in the detector will then not be isotropic but will 
have a preferred direction perpendicular to the axis of the cylinder. To obtain an 
estimate of the differences in eD that may result in such cases, one may consider 
the limiting case of particle tracks that are all perpendicular to the axis of the 
cylindrical counter. It will be seen that even in this case the change of eD is minor. 
For a uniform unidirectional fluence of charged particles perpendicular to the 
axis of the cylinder Eq. (1) will still apply, but the function U(x) is then the geo-
metric reduction factor for a circular surface [see (#)] of diameter 8: 
U{x) = —Icos"1 f — ) - — (82 - x2)m 
7T\ \ 8 / 82 
and 
U(x)dx = = 0.8498. (7) 
3rr 
The value x} = 0.8498 is remarkably close to the value 0.8388 for the cylinder of 
elongation 1. According to Eq . (6) one obtains, therefore, very nearly the same 
value 6D that results in the isotropic case. One concludes that the cylindrical detec-
tor of diameter 0.895 d will remain closely equivalent to the spherical detector of 
diameter d, even if it is utilized in a unidirectional beam perpendicular to its axis. 
From Fig. 3 it follows that this applies not only in the L E T approximation but 
generally for all radiations. This figure juxtaposes the functions U (x) for the sphere, 
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F I G . 3. Comparison of the geometric reduction factor U(x) for the unit diameter sphere (broken line), 
for the equivalent cylinder of unit elongation (h = 8 = 0.895), and for the circular cross section o f 
this cylinder. 
the equivalent cylinder (isotropic field), and the circular cross section of the cyl-
inder (beam perpendicular to the cylinder axis). 
The values <Ed for beams perpendicular to the cylinder axis and for isotropic 
fields will, according to these curves, show similarly small deviations from the 
values for the sphere. However, the possible differences are of opposite sign. The 
agreement between cylinder and sphere will therefore be even better for inter-
mediate cases. 
L A C K O F E Q U I V A L E N C E F O R E V E N T F R E Q U E N C I E S 
It has been found that there is close equivalence between cylindrical and spheri-
cal proportional counters with respect to the quantity eD. In many applications of 
microdosimetry this is indeed the parameter of foremost importance. However, 
no perfect agreement can be attained in the explicit microdosimetric spectra of 
spherical and cylindrical detectors. The magnitude of the remaining differences 
can be judged from a comparison of event frequencies, <I>, per unit absorbed dose or 
of the frequency averages, € F, of the spectra. 
The comparison will be based on the L E T approximation and is therefore less 
rigorous than the statements on eD. It will nevertheless serve to indicate the magni-
tude of the differences between spectra obtained by cylindrical and spherical 
detectors. 
The relevant formulas for 4> and €F are readily obtained and are therefore rele-
gated to the Appendix. The resulting ratios of quantities for the cylinder to those 
for the sphere are given in Table I I . The values to the left of the hyphen apply 
to the case of very short tracks, the values to the right to the case of long tracks. 
Results are given for isotropic fields and, in parentheses, for tracks perpendicular 
to the axis of the cylinder. 
The volume of the equivalent cylinder exceeds that of the sphere by a factor of 
1.07 (see Table I). The cylinder of equal volume has the slightly reduced height and 
diameter 0.874 d. Equality of volume (mass) would be a somewhat simpler but not 
greatly different condition of equivalence; values for this condition are therefore 
also given in Table II . 
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T A B L E I I 
Ratio of Microdosimetric Quantities in a Cylinder of Height h and Diameter 8 
and a Sphere of Diameter d 
Equal X{ 
(h = 8 = 0.895 d) 
Equal volume 
(h = 8 = 0.874 d) 
^D^D,sphere 1 1-0.98 
(1.01) (1-0.99) 
^ s p h e r e 1.07-1.20 1-1.15 
(1.07-1.02) (1-0.97) 
^F^K.sphere 1-0.90 1-0.88 
(1-1.05) (1-1.03) 
Note. The values to the left of the hyphens apply to short tracks, the values to the right to long 
tracks. The upper values refer to isotropic fields, the lower values in parentheses to tracks perpendicular 
to the axis o f the cylinder. 
C O N S I D E R A T I O N OF C U B I C V O L U M E S 
Cubes are of no particular interest in experimental microdosimetry. However, in 
Monte Carlo calculations it has been found to be practical to divide the exposed 
medium into elementary cubes (10). To permit a comparison of computed results 
for cubes and for spheres the degree of equivalence of these volumes will be 
considered. 
Geometric reduction factors for regular parallelepipeds have been obtained from 
the formula for right cylinders with arbitrary cross sections (8). One finds that a 
cube of unit side length has the mean chord length xx = 0.896. A cube of side length 
0.837 d has therefore the same mean chord length xx = 0.75 d as the sphere of 
diameter d. 
Figure 4 compares the geometric reduction factor U(x) for the unit diameter 
sphere and for the equivalent cube of side length 0.837. The differences are larger 
than those between cylinder and sphere; however, the agreement is still good. One 
therefore concludes that, regardless of the type of radiation, the dose mean energy 
per event e n is nearly the same for the sphere and for the equivalent cube. A numeri-
cal analysis shows that the difference must always be less than 3.5% provided the 
function t(x) is monotonously decreasing. 
The volume of the equivalent cube exceeds the volume of the sphere by the 
factor 1.12; the surface of the equivalent cube exceeds the surface of the sphere by 
the factor 1.34. The event frequency in the equivalent cube will therefore differ 
from the event frequency in the sphere by a factor between 1.12 (short-range 
particles) and 1.34 (long-range particles). The quantity eF will differ from the 
value for the sphere by a factor between 1 (short-range particles) and 0.84 (long-
range particles). 
APPENDIX: E Q U A T I O N S FOR <D A N D eF 
The quantities eF and $ are linked by the relation 
e F 0 = m = p v , (A. l ) 
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F I G . 4. Comparison of the geometric reduction factor U(x) for the unit diameter sphere (broken line) 
and for the equivalent cube of side length 0.837. 
where m and V are the mass and the volume of the region of reference. With 
density p = 1 and with the usual units: 
3>(Gy_ 1) = 6242 V (^m3)/€F (eV). (A.2) 
For particles of short range, eF is equal to the mean energy of the particles. 
Therefore 
E L O N G A T I O N 
F I G . 5. Ratio of the quantities <t> and € F in the equivalent cylinders (see Fig. 1 and Table I) to the 
corresponding quantities in the sphere. The upper panel refers to an isotropic field, the lower panel to a 
unidirectional field perpendicular to the axis of the cylinder. The solid lines apply to particle ranges 
that are short compared to the dimensions of the site. The other borders of the shaded areas correspond 
to particles of long ranges. The ratio co/c^phere is 1 for t n e isotropic field. For the unidirectional field 
its value is given by the broken line in the lower panel. 
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h , . * V 382h 
= 1 and = - = _ _ , (A.3) 
^ F . s p h e r e ^ s p h e r e ' s p h e r e 
where d is the diameter of the sphere and 8 and h are the diameter and height of the 
cylinder. These equations are rigorous and apply to both isotropic and noniso-
tropic radiation fields. The following relations for particles of long range are based 
on the L E T approximation and depend on the direction of the field. 
For long-range particles of track-average linear energy transfer L one has 
eF = Lx/x and $ = V/{Lxß). (A.4) 
The mean chord length xß for the sphere is 2d/3. With the cylinder one has for an 
isotropic field JcM = 8/z/(8/2 + /z), and for tracks perpendicular to the axisx ß = nd/4. 
For an isotropic field one therefore has 
€K 38/* O 8(8/2 + h) 
and = . (A.5) 
€ F , s p h e r e ( § + 2A)rf ^ s p h e r e <?' 
For tracks perpendicular to the cylinder axis one obtains 
eF 3TT8 <& 48/z 
and = . (A.6) 
^ F . s p h e r e %d ^ s p h e r e 
The values in Table II are derived from these equations with 8 = h. 
Figure 5 indicates the possible range of the ratios € F /€ F , s p h e r e and 4>/4) s p h e r e for 
equivalent cylinders of different elongations; the corresponding values of 8 and h 
are given in Fig. 1 and Table I. It is evident that the best overall equivalence to the 
sphere is obtained by cylinders with elongation close to 1. 
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